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SCANNING

Process

4 key steps \

[
CLIPPING SCANNING MARKING ANALYSING |

I
/

for a high-quality scan -~

vista ia



Three Key Areas to Remember

18:11 Mon 4 May = 85% @B
vista i |

VIQ_1030 -

& 3. Healthy Area =
Area outside of
the Quter Ring

(Excluded)
1. Inner Circle =

Mass Area
(Analyzed)

2. OQuter Ring =
Mass Margin
(Analyzed)

Only Areas 1 & 3 are analyzed by the VISTA iQ Algorithms

vista ia
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Scanner Placement- Full Contact

SO
2 .
4 e
= e

Maintain full contact with the patient’s skin Do not hover the scanner above the patient.

throughout the scanning process.
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Scanner Positioning & Placement

Once the area has been clipped, prepare the scanner (see Scanning section).
After pressing the VISTAIQ icon, remove it from the dock and position it firmly against the skin.

18:09 Mon 4 May = 85% @M 18:12 Wed 13 May = 68% @)
vista ia [ VIQ_1030 vista ia | VIQ_1030
< X <« X
Scan Ma:

Place the scanner over the area of
interest, ensuring full contact with
the skin, with the mass on one side
of the frame and healthy tissue on
the other. Press 'Scan' when ready.

interest, ensuring full contact with
the skin, with the mass on one side
of the frame and healthy tissue on
the other. Press 'Scan' when ready.

e scanner will be ready shortly,
please wait...

vista ia



Scanner Positioning & Placement

Place the scanner on the patient and observe
the screen.

The central cross should be positioned

18:12 Wed 13 May

VlStO 1Q | v Home Patients Settings

@,
Scan Mass

directly over the center of the mass.

Align the mass so that itis cantered within
one half of the frame, while the other half

contains only healthy tissue.

vista ia

= 68% @

VIQ_1030 -

Place the scanner over the area of
interest, ensuring full contact with
the skin, with the mass on one side
of the frame and healthy tissue on
the other. Press 'Scan' when ready.
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Scanner Positioning & Placement

« If the borders of the mass are not clearly
visible mark the boundary between the
mass and the adjacent healthy skin
using a blue ink ballpoint pen only. Draw
a small margin line along the border of
the mass. Keep markings minimal to
avoid interference with the scan (see
scanning subcutaneous masses).

09:06 Fri 16 Jan see @ 98%
VlStQ iQ | Liron Animal Hospital Home Patients Settings VIQ_1030
(< X
S Ga—— ]
| 0 Place the mass on either side of the
focus area

* |f the borders between the mass and
healthy tissue are clearly visible, as with
. . ! Blue ballpoint
many dermal masses, border marking is ok st s v ipes e pen marking
not required.

vista ia
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Vims i/
Scanner Placement by Scenario

Mass on one side ; Healthy on the other

STANDARD BODY LIMB-TAIL -PAW SUB-DERMAL IRREGULAR - LARGE

Large head Small head +/- mitt Use pen mark Section-scan
full skin contact Eliminates air gaps as your visible If needed
single scan target
@ | [ ) G | ﬁ i
i ' i i

Choose Large Head Choose Small Head Vlsto |Q Choose Large Head Choose Large Head
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1- Creating a New Patient Record & Scanning

Add a New Patient, by
tapping on the ‘New
Patient' icon.

Drag the ‘Pin’ icon to
the mass location on
the dog diagram and
confirm the mass
location by tapping on
the ‘Approve’ button.

18:03 Mon 4 May

vista ia

= 86% -

Create New Patient

Add Case ID, Patient
Name, Patient
Surname, Sex, Breed
and Age, and tap on the

00001

18:09 Mon 4 May

vista ia

< JONNY - 0000001 - Mal

Ready to go? Pi( an action
@

g
)

‘Create New Patient'
button

= 85% - 18:09 Mon 4 May = 85% .-

Home  Patients  Settings ViQ_1030 L vista ia Home  Patients  Settings VIQ_1030

< JONNY - 0000001 « Male trated abrador Retriever « 14

Mass Area @ Lot Caudal Scapula
elec ocation is Left Caudal Scapular

Approve

) ~ ‘ /]
Iy ' i@) Tap on the ‘Scanner

T icon to get the scanner
ready for the scan.




- J"‘”( " g .‘-' § o

. ;'/, ,/
P l’ﬂ‘/l/‘;’

7]

)
IR . 4 ~
'y f =

o

',I'

2 P

1- Creating a New Patient Record & Scanning

Once the scanner is
ready, remove it from its
dock and position it
tightly against the skin.

During the 40-second scan, the
countdown clock indicates the
progress of the scan. When the
40-second scan ends, the light on
the scanner flashes 3 times and
the scanner can be placed back
in its docking station.

18:09 Mon 4 May

vistaa |

24s

Remain as still as
possible

= 85% )

= 85% .

18:09 Mon 4 May

vistaia|

18:10 Mon 4 May

vistaia |

=85% &)

Once the scanner is in
the correct position,
press the ‘Scan’ button
on the scanner for 2
seconds and let go to
begin the scan.
Alternatively, you can
tap the ‘Scan’ button on
the screen.

= 85% )

Marking

The scan is ready for
marking (see ‘How to
Mark your Scan’)
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Creating a Patient Record

2- Scanning & then

18:03 Mon 4 May

vista Q| o il v Home  Patients  Settings

Tap on the ‘Scanner’ icon
on the home page

Ready to g&’ Pick an action

@@

18:09 Mon 4 May

WVIStQ 1Q | Liron Animal Hospital ~ Home  Patients  Settings

< | JONNY - 0000001 « Male Castrated « Labrador Retriever « 14 o

Tap on the ‘Scanner’ o @

icon to get the scanner
N\
ready for the scan.

= 86% ) 18:09 Mon 4 May = 85% ..

® VIo1030 - LL VIStQ 1Q | Lian Animal Hospital ~ Home  Patients  Settings ® VIQ1030 -

< | JONNY - 0000001 « Male Castrated - Labrador Retriever « 14 2

Mass Area

The selected mass location s Left Caudal Scapular

Approve

= 85% . 18:09 Mon 4 May =85% )

® ViIQ1030 - LL vistaia|

&

Scan Mass

@ Lot Caudal Scapular

Drag the ‘Pin’ icon to
the mass location on
the dog diagram and
confirm the mass
location by tapping on
the ‘Approve’ button.

Once the scanner is
ready, remove it from
its dock and position it
tightly against the skin.



Once the scanner is in the
correct position, press the
‘Scan’ button on the
scanner for 2 seconds
and let go to begin the
scan. Alternatively, you
can tap the ‘Scan’ button
on the screen.

While the analysis is ongoing,
either assign an existing patient
by searching and selecting a
patient. and tap on the ‘Assign’
button.

18:09 Mon 4 May

vistaia|

¢«
scan

Mass

[

N

2- Scanning & then Creating a

= 85% .

vistaia |

Upon completion of the
40-second scan,
continue to mark your
scan on the VISTA iQ
interface (see ‘Marking’
later). Once done tap
‘Upload’

Or Create a new patient
by tapping on

the ‘Assign to a new
patient’ button- add
Case ID, Patient Name,
Patient Surname, Sex,
Breed and Age, and tap
on the ‘Create New
Patient' button
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A location with ONE existing mass

06:52 Tue 8 Sep = 100% 5 06:52 Tue 8 Sep = 100% 5
vista Q| o al v Home  Patients  Settings VIQ_1030 v LL VISYQ Q| Liron Animal Hospital v Home  Patients  Settings VIQ_1030 v LL
¢ | TESTTEST - test « Male Castrated « Australian Stumpy Tail Cattle Dog « 3 o ¢ | TESTTEST - test « Male Castrated « Australian Stumpy Tail Cattle Dog « 3 o

irisciion o e Because only one mass
Drag the pin from the \\’ \\@ = exists here, confirm this
bottom-right of the model g is the location you
and drop it onto the S\ %\ choose by tapping the
location you would like to | | ‘Approve’ button.

@ 020 pinto e mass cation

Scan. @

v v
® Mast Cell Tumor NEW ® Lipoma, @ Mast Cell Tumor NEW ® Lipoma
Auricular | Left Costal | Left Lateral Cranial Auricular | Left Costal | Left Lateral Cranial
| Right ventral mass | Right ventral mass
Sep 8, 2026 6:51AM Sep 3, 2026 10:19AM Sep 8, 2026 6:51AM Sep 3, 2026 10:19AM
06:52 Tue 8Sep = 100% 5 06:52 Tue 8 Sop = 100% 55
VISEQ 1Q | Lion Animal Hospital Home  Patients  Settings VIQ_1030 v LL vista 1| i oital v Home  Patients  Settings s VIQ1030 v LL

< | TESTTEST - test « Male Castrated + Australian Stumpy Tail Cattle Dog « 3 o ¢ | TEST TEST - test « Male Castrated « Australian Stumpy Tail Cattle Dog « 3 e SeleCt Whethel' you
Follow-up scan >

Auricular | Left x E)) e Auricular | Left A pm——— would like to perform a

' < = follow up scan on the
—— — existing mass or add a

Tap on the ‘Scanner’ | A ¥ A
icon to get the scanner oo D) ——— 3 —— new mass in this

| | ; i
ready for the scan. p—— « ‘ location. Adding a new
mass follows the same

© Wat: Col ot ® Lo & VOl T Sy | b | | i g p h
Auricular | Left Sep 8 Costal | Left Lateral Cranial huricul;r I‘Leh Sep8 Cosntoal | Left Lateral Cranial a e I n Ste S Own O n
2026 | Right ventral mass 2026 | Right ventral mass .
the next slide.

Sep 8, 2026 6:51AM . Sep 3, 2026 10:19AM Sep 8 2026 6:51AM . Sep 3, 2026 10:19AM
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A location with MORE THAN ONE existing mass

Drag the pin from the
bottom-right of the model
and drop it onto the
location you would like to
scan.

Select whether you
would like to perform a
follow up scan on any
of the existing masses
or add a new mass in
this location.

06:54 Tue 8 Sep.

vista o

Home  Patients  Settings

< | TEST TEST - test « Male Castrated « Australian Stumpy Tail Cattle Dog « 3

# Auricular | Left
=
Costal | L "
\
\
v
® Mast Cell Turmor NEW @ Lipoms

Auricular | Left

Sep 8, 2026 6:51AM

06:54 Tue 8 Sep

vista ia

< | TESTTEST - test « Male Castrated « Australian

11—

® Mast Cell Tumor NEW
Auricular | Left

Sep 8, 2026 6:51AM

Costal | Left Lateral Cranial
| Right ventral mass

Sep 3, 2026 10:19AM

Home  Patients  Settings

Stumpy Tail Cattle Dog + 3

I

TS0

® Lipoma

| Right dorsal mass I

Sep 3, 2026 9:44 AM Follow-up scan

® Lipoma
| Right ventral mass

Sep 3, 2026 10:19AM Follow-up scan

+ Add a new mass In this location

Costal | Left Lateral Cranial

=100% &5

VIQ_1030 ~

VIQ_1030 ~

LL

= 100% 45

LL

06:54 Tue 8 Sep. = 100% 5

vista ia v Home  Patients  Settings VIQ_1030 v LL

¢ | TEST TEST - test « Male Castrated « Australian Stumpy Tail Cattle Dog « 3

Tap on the ‘Scanner’
icon to get the scanner
ready for the scan.

- |
Auricutac] | oft Sep 3, 2026 10:19AM Select >
Sep 8, 2026 6:51AM Costal | Left Lateral Cranial
11:58 Thu 10 Sep. =+ 100% 45
vistaia | v Home  Patients  Settings via_1030 v LL
¢ | TESTTEST - test « Male Castrated « Australian Stumpy Tail Cattle Dog « 3
F .
&
cea ' “° o When choosing to add
. aflwlellrlllvlul]l: @ a new mass in this
= T:1:1: 1| 4= -— location, add a short
‘ P bels Vil label for the new mass
and tap ‘Scan new’.
@ m3 9 2123
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https://chatgpt.com/g/g-691c54fafb1c8191a4f65bfb16887d9d-harley-your-htvet-ai-assistant
https://demo.ht-vet.com/ht-vista-manuals?hs_preview=PJfxZoHE-117886607859
https://www.ht-vet.com/academy/
https://info.ht-vet.com/marketing-portal
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